
If you require technical assistance with your ExactVu™ micro-ultrasound system, contact Exact Imaging Technical Support. 

Refer to exactimaging.com/contact-us or scan the QR code to find the contact information for your region.
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Prostate Anatomy (using high-resolution micro-ultrasound)
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PRI-MUS™: Prostate risk identification using micro-ultrasound

Micro-ultraso und Sidefire Biopsy Techn iques


